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Abstract
Purpose Two phase gratings in an X-ray grating interferometers can solve several technical challenges for clinical use of
X-ray phase contrast. In this work, we adapt and evaluate this setup design to clinical X-ray sources and detectors in a
simulation study.
Methods For a given set of gratings, we optimize the remaining parameter space of a dual-phase grating setup using a
numerical wave front simulation. The simulation results are validated with experimentally obtained visibility measurements
on a setup with a microfocus tube and a clinical X-ray detector. We then confirm by simulation that the Lau condition for the
G0 grating also holds for two phase gratings. Furthermore, we use a G0 grating with a fixed period to search for periods of
matching phase grating configurations.
Results Simulated and experimental visibilities agree verywell.We show that the Lau condition for a dual-phase grating setup
requires the interference patterns of the first phase grating to constructively overlay at the second phase grating. Furthermore,
a total of three setup variants for given G0 periods were designed with the simulation, resulting in visibilities between 4.5
and 9.1%.
Conclusion Dual-phase gratings can be used and optimized for a medical X-ray source and detector. The obtained visibilities
are somewhat lower than for other Talbot–Lau interferometers and are a tradeoff between setup length and spatial resolution
(or additional phase stepping, respectively). However, these disadvantage appears minor compared to the overall better photon
statistics, and the fact that dual-phase grating setups can be expected to scale to higher X-ray energies.

Keywords Phase contrast imaging · Talbot–Lau · Grating-based interferometry · Dual-phase grating

Introduction

Bonse and Hart proposed the first phase-sensitive X-ray sys-
tem in 1965 [1]. Since then, several phase-sensitive setups
have been proposed. The phase signal can in principle pro-
vide superior contrast for materials with low atomic numbers
such as soft tissue [2]. Endrizzi provides an overview of var-
ious phase-sensitive X-ray setups that have been proposed
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since then [3]. Among these possibilities, the Talbot–Lau
interferometer (TLI) is a promising design for translation
into the hospital due to its compatibility with clinical X-ray
equipment [4]. It consists of three gratings between X-ray
source and detector and provides the three signals absorp-
tion, differential phase shift, and dark field.

The phase and dark-field signals are complementary to
the traditional X-ray absorption. Phase and dark field lead
to several promising results in pre-clinical medical stud-
ies and in non-destructive testing. For example, the high
soft tissue contrast of the phase can aid mass detection
in mammography. The dark field can support detection of
microcalcifications in female breasts [5,6], detection of for-
eign bodies [7] and cartilage diagnostics [8]. Dark field
also showed very promising results for lung imaging: it can
visualize density differences between soft tissue and air at
the pulmonary alvioli, which allows to detect several lung
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Fig. 1 Schematic view of the
traditional Talbot–Lau X-ray
interferometer (left) and the
novel dual-phase grating
interferometer (right)
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diseases. The reported detectabilities of pulmonary emphy-
sema [9], pulmonary fibrosis [10], and lung cancer [11] are
much higher than in traditional absorption imaging.

However, TLI has still to overcome some challenges
towards its clinical use. Particularly, the last of the three TLI
gratings, G2, poses multiple difficulties. First, G2 absorbs
50% of the photons behind the sample, which effectively
doubles the radiation dose. Second, and more importantly,
manufacturing grating G2 with an aspect ratio large enough
to absorb higher X-ray energies is a hard problem [12,13].
This is the main hindrance towards building high energy
setups [14,15]. As a consequence, a setup design that allows
to omitG2 both halves the radiation dose and allows to image
larger and denser specimen.

Recently, Miao et al. [16] and Kagias et al. [17] proposed
a PCI setup design where the G2 grating is replaced by a
second phase grating G ′

1. A sketch of such a setup is shown
in Fig. 1b. However,Miao et al. andKagias et al. only showed
proof-of-concept experiments with parameters that are quite
different from potential clinical requirements.

In thiswork,we take several important steps towards trans-
lating the idea of two phase gratings to more realistic clinical
parameters. First, we report experimental measurements and
simulations on grating periods that can be reliably produced,
using a detector with a point spread function (PSF) that is
comparable to a clinical system. Then we use simulations
to verify an adapted version of the Lau condition for the
dual-phase grating interferometer. This enables the use of a
clinical X-ray source with a large focal spot and much larger
flux. Third, we show how to effectively design specific dual-
phase grating setups by performing an example optimization
for a range of grating periods. This paper is a substantial
extension of earlier works [18,19], as it includes a G0 grat-
ing to allow the use of typical clinical X-ray sources.

Material andmethods

Talbot–Lau interferometer and dual-phase grating
interferometer

A typical X-ray Talbot–Lau Interferometer consists of three
gratingsG0,G1,G2 (see Fig. 1a).G1 periodically modulates

the phase of a coherent wave. Due to the Talbot effect, the
grating pattern reappears downstream at Talbot distances as
self-image in the intensity values [20]. Phase shifts by objects
cause a shift of the intensity pattern at the detector.

The intensity pattern is typically much finer than a detec-
tor pixel. Thus, an absorption grating G2 is used to sample
the signal. The signal is then reconstructed either from phase
stepping, i.e. multiple acquisitions with a laterally moving
G2, or single-shot Moiré imaging [21,22]. Grating G0 splits
the source in multiple laterally coherent, but mutually inco-
herent line sources, which allows the use of medical X-ray
tubes with a large focal spot.

For reconstruction of attenuation, differential phase and
dark field, a sine curve is fitted to the measurements for each
pixel,

I (x) = I0

[
1 + v sin

(
2π

p2
x + φ

)]
. (1)

Here I0 denotes themean intensity (corresponding to absorp-
tion), φ is the differential phase, and p2 the period of grating
G2. The amplitude v is also known as visibility, and is the
basis for computing the dark-field signal. It can be calculated
from phase stepping or Moiré fringes as

v = max(I (x)) − min(I (x))

max(I (x)) + min(I (x))
. (2)

Visibility is also the primary figure of merit for optimizing
the interferometer design, as it describes the signal strength
relative to the overall intensity.

Replacing the absorption grating G2 with a second phase
grating G ′

1 leads to the dual-phase grating interferometer
(see Fig. 1b), which has several advantages. First, the height
of the phase grating G ′

1 is much lower than the height of
the absorption grating G2. Hence, it is considerably easier
to fabricate, and scales better to medically relevant X-ray
energies of about 100keV. Second,G2 always absorbs half of
the photons behind the sample, thereby reducing the photon
efficiency of the system. Conversely, the phase grating G ′

1 is
mostly transparent.
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Fig. 2 Example envelope construction from a wave modulation at G ′
1

and a wave modulation at G1 projected onto G ′
1. Top: two identical

low-frequency envelopes (orange, yellow) with varying high-frequency

components (dashed green, purple). Middle: wave modulation at G ′
1

grating. Bottom: two wave modulations of G1 projected onto G ′
1 that

create identical envelopes

The key idea is to choose the periods of G1 and G ′
1

with similar size, such that the combined wave has a low-
frequency Moiré pattern that can be directly resolved by the
detector. More specifically, the effect of the two phase grat-
ings onto wave � is modelled as

�

[G1 projected ontoG1′︷ ︸︸ ︷
cos

(
2πx

pproj1

)
+

G ′
1︷ ︸︸ ︷

cos

(
2πx

p′
1

)]

= 2� cos

[
πx

(
1

pproj1

− 1

p′
1

)]

︸ ︷︷ ︸
Moiré pattern

cos

[
πx

(
1

pproj1

+ 1

p′
1

)]

︸ ︷︷ ︸
high frequency part

,

(3)

where p1 and p′
1 denote the period of gratings G1 and G ′

1,

and pproj1 is the projection of p1 onto G ′
1. The magnification

of p1 on G ′
1 is calculated with the intercept theorem as

pproj1 = d(S,G ′
1)

d(S,G1)
· p1, (4)

where d(S,G1) and d(S,G ′
1) denote the distances between

source S and gratingG1 and source S and gratingG ′
1, respec-

tively.
Equation 3 states that the combined wave can be decom-

posed into a higher and a lower frequency component. We
refer to the lower frequency component as the envelope. To
design a system without G2 grating, the goal is to choose
the low frequency in the order of magnitude of the detector
pixels, while the high-frequency part must be large enough to
vanish in the detector signal. In practice, both requirements
can be well addressed. The low-frequency period is

pb = 1

abs

(
1

pproj1

− 1
p′
1

) , (5)

atG ′
1 and is further magnified along the propagation distance

betweenG ′
1 and the detector. For a given p′

1, there are always

two solutions for pproj1 to create the same envelope due to
the absolute difference in the denominator of Eq. 5. This is
illustrated in Fig. 2.

Validation of the simulation

The first step towards searching for good setup designs for
dual-grating interferometers is to find a first reasonable setup
parameterization and to validate this numerical finding with
experimental measurements.

To this end, a number of parameters are given from the
available hardware to build the setup. In detail, the dual-phase
grating setup is built with a microfocus tube YXLON Fein-
fokus FXE-160.99 with a tungsten transmission target and a
focal spot blow10µm.Themaximumenergy is 40kVp.Lead
shielding constrains the source-to-detector distance to amax-
imum of 1.5 m. The detector model is a Shad-o-Box 6K HS
by Teledyne Dalsa with 50µm pixel pitch and a gadolinium-
oxysulfide (Gd2O2S) converter layer. G1 and G ′

1 gratings
are made of nickel by the Karlsruhe Nano Micro Facility
(KNMF) at the Karlsruhe Institute of Technology and by
Microworks GmbH. They have a duty cycle of 50%, and a
height of 8.7µm, leading to aπ -shift at 25 kV. TheG1 period
is 4.12µm, the G ′

1 period is 4.37µm.
Setup simulations are performed with the CXI pack-

age [23]. PSF is modelled as a Gaussian blur with standard
deviation (σ ) of 74µm based on prior measurements. Given
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Fig. 3 Intensity patterns from twodual-phase grating setupswith differ-
ent distances betweenG1 andG ′

1. Both setups create the same envelope
period (confer Fig. 2), but result in different visibilities due to the vary-
ing G1 location

the above stated grating parameters, we perform an exhaus-
tive search for grating positions that provide the best visibil-
ity. In this search, we only considerMoiré periods larger than
200µm, since smaller periods cannot be resolved with the
detector resolution and PSF. We report the absolute position
of G ′

1 and the inter-grating distance d(G1,G ′
1).

For the setup optimization, fixed grating periods p′
1 and

p1 admit two possible distances d(G1,G ′
1) that lead to iden-

tical envelopes due to the modulus in Eq. 5 (confer Fig. 2,
top). However, it is important to note that although the enve-
lope frequency is identical, the resulting visibilities are in
general different. This is illustrated in Fig. 3: If (without loss
of generality) the position of G ′

1 is fixed, the possible posi-
tions of G1 are located at different sections of the underlying
Talbot pattern, and thus the visibility of the combined wave
is different.

Modelling G0 for dual-grating setups

To our knowledge, all existing works on dual-phase grating
interferometers are based on microfocus X-ray tubes. How-
ever, for medical applications, it is important to also be able
to use brighter X-ray sources, at the expense of a larger focal
spot. This requires to validate that the Lau condition [24]
for inclusion of a G0 grating holds also for the dual-phase
grating interferometer.

To this end, an ideal G0 grating is added to the simula-
tion, such that each slit consists of a perfect point source.
The period of the grating is adjusted until the wavefronts of
the individual sources constructively overlay at the detector
plane.

Dual-grating designs for X-ray tubes with large focal
spots

For the experimental setup, it turns out that the required G0

period is 76.556µm, which is a rather atypical G0 geome-

try and would require a rather expensive and time-intensive
prototype production.

As a workaround, we perform a second setup parameter
search, in which theG0 period is set fixed to the readily avail-
able period of 24.39µm, and search for setups with different
periods of the easier-to-produce phase gratings. More specif-
ically, we allow for G1 the realistically producible 0.8µm,
0.9µm, or 1.2µmgoldwith 5µmheight, which corresponds
to aπ shift at 25keV. Setup length andX-ray source are iden-
tical to the previous experiment, the figure of merit is again
the visibility.

The solution space for the distances d(S,G1) and d(G1,

G ′
1) can be substantially reduced by two constraints. First,

the contrast between both phase gratings is highest if the
inter-grating distance d(G1,G ′

1) is a fractional Talbot dis-
tance. In our case, we directly use the first fractional Talbot
distance. Second, d(S,G1) is obtained from the Lau con-
dition for the dual-phase grating setup, namely p0 =
(d(S,G ′

1)/d(G1,G ′
1)) · pproj1 (confer Eq. 7). If p0 and p1

are given, the Lau condition relates the missing distances

p0
p1

= d(S,G ′
1)

d(G1,G ′
1)

. (6)

Thus, the only remaining free parameter is the period of the
G ′

1 grating.

Results

Validation of the simulation

The resulting visibilities froman exhaustive parameter search
via simulation are shown in Fig. 4. The x-axis of both plots
shows the distance d(S,G ′

1). The y-axis shows the period
of the envelope. In the left Fig. 4a, the smaller distance
d(G1,G ′

1) is used, in the right Fig. 4b the larger distance
d(G1,G ′

1). In general, visibilities are higher for a smaller
distance d(G1,G ′

1) in Fig. 4a. Sensitivity is somewhat lower
for the smaller distance, as it mainly depends on the G2/G ′

1
period and the inter-grating distance. However, since the
required sensitivity range has to be specifically adapted to
a target application to mitigate phase-wraps, it is not a fig-
ure of merit in this study. The maximum obtained visibility
is about 4.5% at an envelope period of 450µm, with G1

period p1 = 4.12µm, d(S,G1) = 0.473m, G ′
1 period of

p′
1 = 4.37µm, and d(S,G ′

1) = 0.5m at a full setup length
of 1.5 m. Noise is not modelled in the simulation, such that
the experimental visibility is expected to be lower than the
simulation.

Experimental measurements with the above stated param-
eters for a visibility of 4.5% are shown in Fig. 5. The fringe
visibility is about 2%. The difference to the simulated visi-
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(a) (b)

Fig. 4 Predicted visibilities for different G ′
1 positions on the x-axis

and different Moiré periods on the y-axis. The inter-grating distances
d(G1,G ′

1) are computed from these values using Eq. 5 and the setup

magnification. a Visibilities for the smaller inter-grating distances
d(G1,G ′

1).bVisibilities for the larger inter-gratingdistances d(G1,G ′
1)

Fig. 5 Experimental fringe pattern and visibility. a, b Show two phase steps. c shows a visibility map over the whole grating area

bility can be explained by the lack of noise in the simulation
(exacerbated by the fact that the used X-ray tube has a rel-
atively low flux), grating and calibration imperfections. The
visibility increases at the outer detector parts because the
setup design is very compact. Thus, the magnification of the
spherical wave is larger in the outer part, leading to a smaller
influence of the detector PSF. Overall, simulated experimen-
tal results are sufficiently close for validation.

Modelling G0 for dual-grating setups

The same experimental setup is used to determine the equiv-
alent of the Lau condition [24] for a dual-grating setup in
simulation. A G0-source grating is simulated with differ-
ent periods. The results of multiple constructively overlaid
single spot sources are shown in Fig. 6. In Fig. 6a, a simu-

lated wave from a single point source is shown. In Fig. 6b,
overlayed waves from multiple point sources from ideal G0

distances are shown. It can be seen that the unresolvable high-
frequency signal of thewave is lost, while theMoiré pattern is
preserved. It is confirmed that the optimal G0 grating period
corresponds to the Lau condition for traditional Talbot–Lau
interferometers,

p0 = d(S,G1)

d(G1,G ′
1)

pproj1 (7)

Dual-grating designs for X-ray tubes with large focal
spots

The Lau condition on G0 is used to constrain the system
parameters to the givenG0 grating, and one out of three vari-
ants for a G1 grating. The resulting designs are shown in
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(a) (b)

Fig. 6 a Example single wavefront created by an ideal point source. bMultiple waves of ideal spot sources adding up constructively with an optimal
G0 grating (see text for details)

Table 1 Parameters of the three
newly designed setups

# p0 [µm] d(G0,G1) [m] p1 [µm] d(G1,G ′
1) [m] p′

1 [µm] d(G ′
1, D) [m] pb [µm]

1 24.39 0.7884 0.8 0.0267 0.825 0.68 552

2 24.39 0.6653 0.9 0.0255 0.931 0.8039 505

3 24.39 0.887 1.2 0.0459 1.257 0.5671 450

Table 2 The visibilities of the three systems designed to be operated
with available G0 gratings

# vmicro [%] vG0 [%] videal [%] vG0,2.0 [%]

1 5.2 4.5 11.66 7.3

2 11.56 9.1 19.15 11.1

3 6.9 6.3 11.84 9.0

Table 1. The distances d(G1,G ′
1) between both phase grat-

ings are always between 2 and 5 cm, and the overall setup
lengths do not exceed 1.5 m. With these parameters, also the
grating periods p′

1 are larger than 0.8µm.
Table 2 shows the corresponding visibilities vmicro that is

obtained with a microfocus tube, vG0 that is obtained with a
Megalix source with G0, and videal that is obtained with an
ideal detector without a PSF.

Exchanging the microfocus tube by a tube with a large
focal spot does not significantly penalize the visibilities, as
can be seenwhen comparing vmicro with vG0 . Comparing vG0

with videal shows that the detector point spread function has a
big impact, as it roughly halves the visibilities.We found that
a slightly longer propagation distance allows to sample the
wavefront more often. This lowers the impact of the PSF and
therefore has a positive impact on the visibility. To illustrate
this, we also list the visibility vG0,2.0 for a total setup length
of 2.0 m.

Discussion and outlook

The first dual-phase grating setups proposed by Kagias et
al. and Miao et al. were proof-of-concept systems. In this
work, we extend these systems by considering an X-ray tube
and detector that are closer to clinical requirements. More
specifically, incorporation of the G0 grating allows to oper-
ate the setup with an extended focal spot, and inclusion of the
detector model including a non-trivial point spread function
allows to model clinically relevant signal loss. We experi-
mentally verified that the Lau condition for incorporating a
G0 grating can be literally transferred to a dual-phase grating
setup when identifying gratingG ′

1 with gratingG2 of the tra-
ditional Talbot–Lau interferometer. Using this condition, we
exemplarily search for clinically feasible dual-phase grating
designs.

The three systems offer a good tradeoff between the total
setup size, the Moiré period at the detector and grating peri-
ods. The reached visibilities are in the range of 4.5–9.1% for a
setup of 1.5m length. These visibilities are lower than typical
TLI visibilities. However, the dual-phase grating interferom-
eter benefits from full photon efficiency with no post-sample
attenuation, which partially compensates the lower visibility.

The point spread function considerably reduces the vis-
ibility. Thus, a big improvement in the visibility can be
expected if CsI(Tl) or modern photon counting detectors
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with a very narrow PSF are used [25,26]. The visibility can
be further improved by optimizing for a somewhat higher
frequency envelope. One great advantage of the dual-phase
grating interferometer is that the distance between G ′

1 and
the detector is independent of the remaining setup design.
For example, the distance can be easily extended by 0.5 m
to a total setup length of 2 m. The increased visibility can be
seen in the last column of Table 2.

The current work is only optimized for duty cycles of 0.5.
Rieger et al. showed that in classical TLIs, a great improve-
ment can be gained by varying the G1 duty cycle [27]. In
future work, we will investigate whether and how this insight
translates to the dual-phase grating interferometer. We also
plan to implement a dual-phase grating setup for higher ener-
gies, which may be one of its main benefits.
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